A total of 318 procedures (in 318 patients)
in 15 different examination groups were analyzed. The dose-area product was determined by using a transmission chamber fitted to an x-ray-tube light-beam diaphragm; the effective dose was determined by using software.
RESULTS:
Urinary and biliary tract procedures showed small differences in the average dose-area product between conventional and digital systerns. The dose-area products in the vascular procedures were higher with the digital than with the conventional system. The average effective dose and energy imparted were 0.88 mSv and 129 mJ, respectively, in the subcutaneous placement of a reservoir for analgesic administration and as much as 25.7 mSv and 829 mJ, respectively, in spermatic vein embolization.
CONCLUSION:
The dose-area product was higher with the digital systern than with the conventional systern in 13 of the 15 groups.
To The exposure can be produced with either fluoroscopy or radiogra- In the rest of the procedures, this trend was not seen. 
